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SOIL VALIDATION REPORTS 



 
 

550 South Wadsworth Boulevard, Suite 500, Lakewood, CO 80026 
303.935.6505, Fax 303.935.6575 

 
 

DATA ASSESSMENT FORM 
 
 

 Project Title: Rocketdyne SSFL RFI 
 Project Manager: D. Hambrick 
 Analysis/Method: PCBs by EPA Method 8082 
 QC Level: V1 
 SDG: IMI1288 
 Matrix: Soil 
 No. of Samples: 6 
 No. of Reanalyses/Dilutions: 0 
 Date Reviewed: March 26, 2004 
 Reviewer: H. Chang 
 Reference: National Functional Guidelines for Organic Data Review (2/94) 
 Samples Reviewed: MT832, MT833, MT834, MT835, MT836, and MT837 

 

Data Validation Findings 
 

 Findings Qualifications 

1. Sample Management 
 

The COC was signed by field and 
laboratory personnel and accounted for the 
samples in this SDG.  The samples were 
received intact but with a cooler 
temperature below the limits of 4°C ± 2°C 
at 0°C.  No custody seals were present on 
the shipping container. 
 
According to the Form Is, the samples were 
extracted within fourteen days of collection, 
and the analyses were performed within 40 
days of extraction. 
 

No qualifications were required. 
 

4. Method Blanks 
 
 
 

One soil method blank was extracted and 
analyzed with this SDG.  There were no 
target compound detects reported in the 
method blank. 
 

No qualifications were required. 
 

5. LCS/BS 
 
  
 

One soil blank spike was extracted and 
analyzed with this SDG.  The recoveries for 
Aroclor 1016 and Aroclor 1260 were within 
the laboratory-established QC limits. 
 

No qualifications were required. 
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 Findings Qualifications 

6. Surrogates 
 

The surrogate recoveries were within the 
laboratory-established QC limits. 
 

No qualifications were required. 

7. MS/MSDs 
 

  

MS/MSD analyses were performed on 
sample MT835.  The recoveries for Aroclor 
1016 and Aroclor 1260 and the RPDs were 
within the laboratory-established QC limits 
. 

No qualifications were required. 

8. Field QC Samples 
 
FB: None 
ER: None 
FD: None 
 

There were no detects reported in either the 
field blank or the equipment rinsate. 
 
 

No qualifications were required. 

11. Other 
 

Soil samples were reported on a dry-weight 
basis. 

None. 
 

Comments 
 

None. None. 
 

 
                                                           
1  Level V validation consists of cursory review of the summary forms only.  The reported values on the summary forms are presumed to be 
correct and no verification of the values from the raw instrument output is performed. 
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 I.  INTRODUCTION 
 
 Task Order Title: Boeing SSFL RFI Group 8 Data Gap  
 Contract Task Order: 1261.500D.08.002 
 Sample Delivery Group: IQD0376 
 Project Manager: Dixie Hambrick 
 Matrix: soil 
 QC Level: V 
 No. of Samples: 1 
 No. of Reanalyses/Dilutions: 0 
 Laboratory: Test America 
 

Table 1.  Sample Identification 
 
 
Sample Name Lab Sample 

Name 
Sub-Lab 
Sample Name 

Matrix Collection Method 

       
L0BS0007S03 IQD0376-01 N/A Soil 2/20/2007 2:31:00 PM 6010B 
 

II. Sample Management 
No anomalies were observed regarding sample management.  The sample in this SDG was 
received below the laboratory within the temperature limits of 4°C ±2°C, at 0°C; however, as the 
sample was not noted to be frozen or damaged, no qualifications were required.  According to the 
case narrative for this SDG, the sample was received intact, on ice, and properly preserved, if 
applicable.  The COC was appropriately signed and dated by field and/or laboratory personnel.  
As the sample was couriered directly from the field to the laboratory, custody seals were not 
required.  If necessary, the client ID was added to the sample result summary by the reviewer. 
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Data Qualifier Reference Table 
 
 
Qualifier Organics Inorganics 
 
 

U The analyte was analyzed for, but was 
not detected above the reported sample 
quantitation limit. The associated value 
is the quantitation limit or the estimated 
detection limit for dioxins. 

The material was analyzed for, but 
was not detected above the level of 
the associated value.  The 
associated value is either the 
sample quantitation limit or the 
sample detection limit.  The 
associated value is the sample 
detection limit or the quantitation 
limit for perchlorate only. 
 

J The analyte was positively identified; the 
associated numerical value is the 
approximate concentration of the 
analyte in the sample. 
 

The associated value is an 
estimated quantity. 
 

N The analysis indicates the presence of 
an analyte for which there is 
presumptive evidence to make a 
"tentative identification." 
 

Not applicable. 
 

NJ The analysis indicates the presence of 
an analyte that has been "tentatively 
identified" and the associated numerical 
value represents its approximate 
concentration. 
 

Not applicable. 
 

UJ The analyte was not deemed above the 
reported sample quantitation limit.  
However, the reported quantitation limit 
is approximate and may or may not 
represent the actual limit of quantitation 
necessary to accurately and precisely 
measure the analyte in the sample. 
 

The material was analyzed for, but 
was not detected.  The associated 
value is an estimate and may be 
inaccurate or imprecise. 
 

R The data are unusable.  The sample 
results are rejected due to serious 
deficiencies in the ability to analyze the 
sample and to meet quality control 
criteria.  The presence or absence of 
the analyte cannot be verified. 
 

The data are unusable.  The 
sample results are rejected due to 
serious deficiencies in the ability to 
analyze the sample and to meet 
quality control criteria.  The 
presence or absence of the analyte 
cannot be verified. 
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Qualification Code Reference Table 
 
 
Qualifier  Organics Inorganics 
 
 

H Holding times were exceeded. Holding times were exceeded. 
S Surrogate recovery was outside QC 

limits. 
The sequence or number of 
standards used for the calibration 
was incorrect 

C Calibration %RSD or %D was 
noncompliant. 

Correlation coefficient is <0.995. 

R Calibration RRF was <0.05. %R for calibration is not within control 
limits. 

B Presumed contamination as indicated 
by the preparation (method) blank 
results. 

Presumed contamination as indicated 
by the preparation (method) or 
calibration blank results. 

L Laboratory Blank Spike/Blank Spike 
Duplicate %R was not within control 
limits. 

Laboratory Control Sample %R was 
not within control limits. 

Q MS/MSD recovery was poor or RPD 
high. 

MS recovery was poor. 

E Not applicable. Duplicates showed poor agreement. 
I Internal standard performance was 

unsatisfactory.  
ICP ICS results were unsatisfactory. 

A Not applicable. ICP Serial Dilution %D were not 
within control limits. 

M Tuning (BFB or DFTPP) was 
noncompliant. 

Not applicable. 

T Presumed contamination as indicated 
by the trip blank results. 

Not applicable. 

+ False positive – reported compound 
was not present.   

Not applicable. 

- False negative – compound was 
present but not reported. 

Not applicable. 

F Presumed contamination as indicated 
by the FB or ER results. 

Presumed contamination as indicated 
by the FB or ER results. 

$ Reported result or other information 
was incorrect.  

Reported result or other information 
was incorrect. 

? TIC identity or reported retention time 
has been changed. 

Not applicable.  
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Qualification Code Reference Table Cont. 
 

D The analysis with this flag should not 
be used because another more 
technically sound analysis is 
available. 

The analysis with this flag should not 
be used because another more 
technically sound analysis is 
available. 

P Instrument performance for 
pesticides was poor. 

Post Digestion Spike recovery was 
not within control limits. 

DNQ The reported result is above the 
method detection limit but is less than 
the reporting limit. 

The reported result is above the 
method detection limit but is less than 
the reporting limit. 

*II, *III Unusual problems found with the 
data that have been described in 
Section II, "Sample Management," or 
Section III, "Method Analyses."  The 
number following the asterisk (*) will 
indicate the report section where a 
description of the problem can be 
found. 

Unusual problems found with the 
data that have been described in 
Section II, "Sample Management," 
or Section III, "Method Analyses."  
The number following the asterisk 
(*) will indicate the report section 
where a description of the problem 
can be found. 
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II. Method Analyses 
 

 
A. EPA METHODS 6010B—Aluminum 
 
Reviewed By:  P. Meeks 
Date Reviewed:  April 24, 2007 
 

The sample listed in Table 1 for this analysis was validated based on the guidelines outlined in the 
MECX Data Validation Procedure for Metals (DVP-5, Rev. 0 and DVP-21, Rev. 0), EPA Method 
6010B, and the National Functional Guidelines for Inorganic Data Review (2/94). 
 

• Holding Times:  The analytical holding time, six months for ICP metals, was met. 
 

• Tuning:  Review is not applicable at a Level V validation. 
 

• Calibration:  Review is not applicable at a Level V validation. 
 

• Blanks:  Method blanks and CCBs had no detects. 
 

• Interference Check Samples:  Review is not applicable at a Level V validation. 
 

• Blank Spikes and Laboratory Control Samples:  The recovery was within laboratory-
established QC limits. 

 
• Laboratory Duplicates:  No laboratory duplicate analyses were performed. 

 
• Matrix Spike/Matrix Spike Duplicate:  No MS/MSD analyses were performed. 

 
• Serial Dilution:  No serial dilution analyses were performed. 

 
• Internal Standards Performance:  Not applicable to this analysis. 

 
• Sample Result Verification:  Review is not applicable at a Level V validation.  Reported 

nondetects are valid to the MDL. 
 

• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 
on method blanks and other laboratory QC results affecting the usability of the field QC 
data.  Any remaining detects were used to evaluate the associated site samples.  
Following are findings associated with field QC samples: 

 
o Field Blanks and Equipment Rinsates:  Aluminum was not detected in field blank 

FSQW0003F01 (183627).  The sample in this SDG had no identified equipment 
rinsate sample. 

 
o Field Duplicates:  There were no field duplicate samples identified for this SDG. 
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 I.  INTRODUCTION 
 
 Task Order Title: Boeing SSFL RFI Group 8 Data Gap  
 Contract Task Order: 1261.500D.08.002 
 Sample Delivery Group: IQC2077 
 Project Manager: Dixie Hambrick 
 Matrix: Soil 
 QC Level: V 
 No. of Samples: 2 
 No. of Reanalyses/Dilutions: 0 
 Laboratory: Test America 
 

Table 1.  Sample Identification 
 
 

Sample Name Lab Sample 
Name 

Sub-Lab 
Sample 
Name 

Matrix Collection Method 

       

L0BS0006S01 IQC2077-01 N/A Soil 2/20/2007 9:40:00 AM 6020 

L0BS0007S02 IQC2077-02 N/A Soil 2/20/2007 2:08:00 PM 6010B  

 

II. Sample Management 
No anomalies were observed regarding sample management.  The samples in this SDG were 

received at the laboratory below the temperature limits of 4°C ±2°C, at 0°C; however, due to the 

nonvolatile nature of the analytes, no qualifications were required.  According to the case narrative 

for this SDG, the samples were received intact, on ice, and properly preserved, if applicable.  The 

COCs were appropriately signed and dated by field and/or laboratory personnel.  As the 

samples were couriered directly from the field to the laboratory, custody seals were not 

required.  If necessary, the client ID was added to the sample result summary by the reviewer. 
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Data Qualifier Reference Table 
 

 
Qualifier Organics Inorganics 
 

 
U The analyte was analyzed for, but was 

not detected above the reported sample 
quantitation limit. The associated value 
is the quantitation limit or the estimated 
detection limit for dioxins. 

The material was analyzed for, but 
was not detected above the level of 
the associated value.  The 
associated value is either the 
sample quantitation limit or the 
sample detection limit.  The 
associated value is the sample 
detection limit or the quantitation 
limit for perchlorate only. 
 

J The analyte was positively identified; the 
associated numerical value is the 
approximate concentration of the 
analyte in the sample. 
 

The associated value is an 
estimated quantity. 
 

N The analysis indicates the presence of 
an analyte for which there is 
presumptive evidence to make a 
"tentative identification." 
 

Not applicable. 
 

NJ The analysis indicates the presence of 
an analyte that has been "tentatively 
identified" and the associated numerical 
value represents its approximate 
concentration. 
 

Not applicable. 
 

UJ The analyte was not deemed above the 
reported sample quantitation limit.  
However, the reported quantitation limit 
is approximate and may or may not 
represent the actual limit of quantitation 
necessary to accurately and precisely 
measure the analyte in the sample. 
 

The material was analyzed for, but 
was not detected.  The associated 
value is an estimate and may be 
inaccurate or imprecise. 
 

R The data are unusable.  The sample 
results are rejected due to serious 
deficiencies in the ability to analyze the 
sample and to meet quality control 
criteria.  The presence or absence of 
the analyte cannot be verified. 
 

The data are unusable.  The 
sample results are rejected due to 
serious deficiencies in the ability to 
analyze the sample and to meet 
quality control criteria.  The 
presence or absence of the analyte 
cannot be verified. 
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Qualification Code Reference Table 
 

 
Qualifier  Organics Inorganics 
 

 
H Holding times were exceeded. Holding times were exceeded. 

S Surrogate recovery was outside QC 
limits. 

The sequence or number of 
standards used for the calibration 
was incorrect 

C Calibration %RSD or %D was 
noncompliant. 

Correlation coefficient is <0.995. 

R Calibration RRF was <0.05. %R for calibration is not within 
control limits. 

B Presumed contamination as indicated 
by the preparation (method) blank 
results. 

Presumed contamination as indicated 
by the preparation (method) or 
calibration blank results. 

L Laboratory Blank Spike/Blank Spike 
Duplicate %R was not within control 
limits. 

Laboratory Control Sample %R was 
not within control limits. 

Q MS/MSD recovery was poor or RPD 
high. 

MS recovery was poor. 

E Not applicable. Duplicates showed poor agreement. 

I Internal standard performance was 
unsatisfactory.  

ICP ICS results were unsatisfactory. 

A Not applicable. ICP Serial Dilution %D were not 
within control limits. 

M Tuning (BFB or DFTPP) was 
noncompliant. 

Not applicable. 

T Presumed contamination as indicated 
by the trip blank results. 

Not applicable. 

+ False positive – reported compound 
was not present.   

Not applicable. 

- False negative – compound was 
present but not reported. 

Not applicable. 

F Presumed contamination as indicated 
by the FB or ER results. 

Presumed contamination as indicated 
by the FB or ER results. 

$ Reported result or other information 
was incorrect.  

Reported result or other information 
was incorrect. 

? TIC identity or reported retention time 
has been changed. 

Not applicable.  
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Qualification Code Reference Table Cont. 
 

D The analysis with this flag should not 
be used because another more 
technically sound analysis is 
available. 

The analysis with this flag should not 
be used because another more 
technically sound analysis is 
available. 

P Instrument performance for 
pesticides was poor. 

Post Digestion Spike recovery was 
not within control limits. 

DNQ The reported result is above the 
method detection limit but is less 
than the reporting limit. 

The reported result is above the 
method detection limit but is less 
than the reporting limit. 

*II, *III Unusual problems found with the 
data that have been described in 
Section II, "Sample Management," or 
Section III, "Method Analyses."  The 
number following the asterisk (*) will 
indicate the report section where a 
description of the problem can be 
found. 

Unusual problems found with the 
data that have been described in 
Section II, "Sample Management," 
or Section III, "Method Analyses."  
The number following the asterisk 
(*) will indicate the report section 
where a description of the problem 
can be found. 
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II. Sample Management 
 

 

A. EPA METHODS 6010B, 6020, 7470A/7471A—Metals and Mercury 
 

Reviewed By:  P. Meeks 

Date Reviewed:April 10, 2007 

 

The samples listed in Table 1 for this analysis were validated based on the guidelines outlined in 

the MEC
X
 Data Validation Procedure for Metals (DVP-5, Rev. 0 and DVP-21, Rev. 0), EPA 

Methods 6010B and 6020, and the National Functional Guidelines for Inorganic Data Review 

(2/94). 

 

• Holding Times:  Analytical holding times, six months for ICP and ICP-MS metals, were 

met. 

 

• Tuning:  Review is not applicable at a Level V validation. 

 

• Calibration:  Review is not applicable at a Level V validation. 

 

• Blanks:  Method blanks and CCBs had no detects. 

 

• Interference Check Samples:  Review is not applicable at a Level V validation. 

 

• Blank Spikes and Laboratory Control Samples:  Recoveries were within laboratory-

established QC limits. 

 

• Laboratory Duplicates:  No laboratory duplicate analyses were performed. 

 

• Matrix Spike/Matrix Spike Duplicate:  No MS/MSD analyses were performed. 

 

• Serial Dilution:  No serial dilution analyses were performed. 

 

• Internal Standards Performance:  All sample internal standard intensities were within 30-

120% of the internal standard intensities measured in the initial calibration.  All CCV and 

CCB internal standard intensities were within 80-120% of the internal standard intensities 

measured in the initial calibration. 

 

• Sample Result Verification:  Review is not applicable at a Level V validation.  Reported 

nondetects are valid to the MDL. 

 

• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 

on method blanks and other laboratory QC results affecting the usability of the field QC 

data.  Any remaining detects were used to evaluate the associated site samples.  

Following are findings associated with field QC samples: 
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o Field Blanks and Equipment Rinsates:  Field blank BLQW0018F01 (IQB1202) and 

equipment rinsate L0QW0021E01 (IQB2307) had no applicable detects.  Arsenic 

was detected in equipment rinsate L0QW0001E01 (IQB2307) at 0.84 µg/L; 

therefore, arsenic detected in L0BS0006S01 was qualified as estimated, “J.”. 

 

o Field Duplicates:  There were no field duplicate samples identified for this SDG. 
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 I.  INTRODUCTION 
 
 Task Order Title: Boeing SSFL RFI Group 8 Data Gap  
 Contract Task Order: 1261.500D.08.001 
 Sample Delivery Group: IQB2309 
 Project Manager: Dixie Hambrick 
 Matrix: soil 
 QC Level: V 
 No. of Samples: 11 
 No. of Reanalyses/Dilutions: 0 
 Laboratory: Test America 
 

Table 1.  Sample Identification 
 
 

Sample Name Lab Sample 

Name 

Sub-Lab 

Sample 

Name 

Matrix Collection Method 

       

L0BS0001D01 IQB2309-02 N/A Soil 2/20/2007 
10:35:00 AM 

6010B, 6020, 7471A, 8015B, 
9045C 

L0BS0001S01 IQB2309-03 N/A Soil 2/20/2007 
10:35:00 AM 

6010B, 6020, 7471A, 8015B, 
9045C 

L0BS0002S01 IQB2309-04 N/A Soil 2/20/2007 
11:20:00 AM 

6010B, 6020, 7471A, 8015B, 
9045C 

L0BS0003S01 IQB2309-05 N/A Soil 2/20/2007 
1:00:00 PM 

6010B, 6020, 7471A, 9045C 

L0BS0003S02 IQB2309-06 N/A Soil 2/20/2007 
1:35:00 PM 

9045C 

L0BS0004S01 IQB2309-10 N/A Soil 2/20/2007 
2:20:00 PM 

6010B, 6020, 7471A, 9045C 

L0BS0006S01 IQB2309-01 N/A Soil 2/20/2007 
9:40:00 AM 

7471A, 9045C 

L0BS0007D01 IQB2309-07 N/A Soil 2/20/2007 
2:02:00 PM 

6010B, 6020, 7471A, 8015B, 
8260B, 9045C 

L0BS0007S01 IQB2309-08 N/A Soil 2/20/2007 
2:02:00 PM 

6010B, 6020, 7471A, 8015B, 
8260B, 9045C 

L0BS0007S02 IQB2309-09 N/A Soil 2/20/2007 
2:08:00 PM 

9045C 

L0BS0007S03 IQB2309-11 N/A Soil 2/20/2007 
2:31:00 PM 

9045C 

 
 
 

II. Sample Management 
No anomalies were observed regarding sample management.  The samples in this SDG were 

received at the laboratory below the temperature limits of 4°C ±2°C at 0°C; however, the samples 

were not noted to have been frozen or damaged.  According to the case narrative for this SDG, 

the samples were received intact, on ice, and properly preserved, if applicable.  The COCs were 
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appropriately signed and dated by field and/or laboratory personnel.  As the samples were 

couriered directly from the field to the laboratory, custody seals were not required.  If 

necessary, the client ID was added to the sample result summary by the reviewer. 
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Data Qualifier Reference Table 
 

 
Qualifier Organics Inorganics 
 

 
U The analyte was analyzed for, but was 

not detected above the reported sample 
quantitation limit. The associated value 
is the quantitation limit or the estimated 
detection limit for dioxins. 

The material was analyzed for, but 
was not detected above the level of 
the associated value.  The 
associated value is either the 
sample quantitation limit or the 
sample detection limit.  The 
associated value is the sample 
detection limit or the quantitation 
limit for perchlorate only. 
 

J The analyte was positively identified; the 
associated numerical value is the 
approximate concentration of the 
analyte in the sample. 
 

The associated value is an 
estimated quantity. 
 

N The analysis indicates the presence of 
an analyte for which there is 
presumptive evidence to make a 
"tentative identification." 
 

Not applicable. 
 

NJ The analysis indicates the presence of 
an analyte that has been "tentatively 
identified" and the associated numerical 
value represents its approximate 
concentration. 
 

Not applicable. 
 

UJ The analyte was not deemed above the 
reported sample quantitation limit.  
However, the reported quantitation limit 
is approximate and may or may not 
represent the actual limit of quantitation 
necessary to accurately and precisely 
measure the analyte in the sample. 
 

The material was analyzed for, but 
was not detected.  The associated 
value is an estimate and may be 
inaccurate or imprecise. 
 

R The data are unusable.  The sample 
results are rejected due to serious 
deficiencies in the ability to analyze the 
sample and to meet quality control 
criteria.  The presence or absence of 
the analyte cannot be verified. 
 

The data are unusable.  The 
sample results are rejected due to 
serious deficiencies in the ability to 
analyze the sample and to meet 
quality control criteria.  The 
presence or absence of the analyte 
cannot be verified. 
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Qualification Code Reference Table 
 

 
Qualifier  Organics Inorganics 
 

 
H Holding times were exceeded. Holding times were exceeded. 

S Surrogate recovery was outside QC 
limits. 

The sequence or number of 
standards used for the calibration 
was incorrect 

C Calibration %RSD or %D was 
noncompliant. 

Correlation coefficient is <0.995. 

R Calibration RRF was <0.05. %R for calibration is not within 
control limits. 

B Presumed contamination as indicated 
by the preparation (method) blank 
results. 

Presumed contamination as indicated 
by the preparation (method) or 
calibration blank results. 

L Laboratory Blank Spike/Blank Spike 
Duplicate %R was not within control 
limits. 

Laboratory Control Sample %R was 
not within control limits. 

Q MS/MSD recovery was poor or RPD 
high. 

MS recovery was poor. 

E Not applicable. Duplicates showed poor agreement. 

I Internal standard performance was 
unsatisfactory.  

ICP ICS results were unsatisfactory. 

A Not applicable. ICP Serial Dilution %D were not 
within control limits. 

M Tuning (BFB or DFTPP) was 
noncompliant. 

Not applicable. 

T Presumed contamination as indicated 
by the trip blank results. 

Not applicable. 

+ False positive – reported compound 
was not present.  Not applicable. 

 

- False negative – compound was 
present but not reported. 

Not applicable. 

F Presumed contamination as indicated 
by the FB or ER results. 

Presumed contamination as indicated 
by the FB or ER results. 

$ Reported result or other information 
was incorrect.  

Reported result or other information 
was incorrect. 

? TIC identity or reported retention time 
has been changed. 

Not applicable.  
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Qualification Code Reference Table Cont. 
 

D The analysis with this flag should not 
be used because another more 
technically sound analysis is 
available. 

The analysis with this flag should not 
be used because another more 
technically sound analysis is 
available. 

P Instrument performance for 
pesticides was poor. 

Post Digestion Spike recovery was 
not within control limits. 

DNQ The reported result is above the 
method detection limit but is less 
than the reporting limit. 

The reported result is above the 
method detection limit but is less 
than the reporting limit. 

*II, *III Unusual problems found with the 
data that have been described in 
Section II, "Sample Management," or 
Section III, "Method Analyses."  The 
number following the asterisk (*) will 
indicate the report section where a 
description of the problem can be 
found. 

Unusual problems found with the 
data that have been described in 
Section II, "Sample Management," 
or Section III, "Method Analyses."  
The number following the asterisk 
(*) will indicate the report section 
where a description of the problem 
can be found. 
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III. Method Analyses 
 

 

A. EPA METHODS 6010B, 6020, 7470A/7471A—Metals and Mercury 
 

Reviewed By:  P. Meeks 

Date Reviewed:  April 4, 2007 

 

The samples listed in Table 1 for this analysis were validated based on the guidelines outlined in 

the MEC
X
 Data Validation Procedure for Metals (DVP-5, Rev. 0 and DVP-21, Rev. 0), EPA 

Methods 6010B, 6020, 7470A/7471A, and the National Functional Guidelines for Inorganic Data 

Review (2/94). 

 

• Holding Times:  Analytical holding times, six months for ICP and ICP-MS metals and 28 

days for mercury, were met. 

 

• Tuning:  Review is not applicable at a Level V validation. 

 

• Calibration:  Review is not applicable at a Level V validation. 

 

• Blanks:  Mercury was detected in method blank W7B1093 at 0.0040 mg/kg; therefore, 

mercury detected in all associated samples except L0BS0001D01 was qualified as 

estimated, “UJ.” 

 

• Interference Check Samples:  Review is not applicable at a Level V validation. 

 

• Blank Spikes and Laboratory Control Samples:  Recoveries were within laboratory-

established QC limits. 

 

• Laboratory Duplicates:  No laboratory duplicate analyses were performed. 

 

• Matrix Spike/Matrix Spike Duplicate:  MS/MSD analyses were performed on 

L0BS0001D01 for the 6010B and 6020 analytes and on L0BS0002S01 for mercury.  

Antimony was recovered below 30% in both the MS and the MSD and copper and 

selenium were recovered below the control limit in both the MS and the MSD.  Arsenic, 

barium, cadmium, molybdenum, nickel, zinc, and zirconium were recovered below the 

control limits in either the MS or the MSD.  Results for antimony, arsenic, barium, 

cadmium, copper, molybdenum, nickel, selenium, zinc, and zirconium were qualified as 

estimated, “J,” for detects and “UJ,” for nondetects. 

 

• Serial Dilution:  No serial dilution analyses were performed. 

 

• Internal Standards Performance:  All sample internal standard intensities were within 30-

120% of the internal standard intensities measured in the initial calibration.  All CCV and 

CCB internal standard intensities were within 80-120% of the internal standard intensities 

measured in the initial calibration. 
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• Sample Result Verification:  Review is not applicable at a Level V validation.  Reported 

nondetects are valid to the MDL. 

 

• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 

on method blanks and other laboratory QC results affecting the usability of the field QC 

data.  Any remaining detects were used to evaluate the associated site samples.  

Following are findings associated with field QC samples: 

 

o Field Blanks and Equipment Rinsates:  There were no detects in field blank 

BLQW0018F01 (IQB1202).  Arsenic was detected in equipment rinsate 

L0QW0001E01 (IQB2307) at 0.84 µg/L; therefore, arsenic detected in 

L0BS0001D01, L0BS0001S01, and L0BS0002S01 was qualified as estimated, “J.” 

 

o Field Duplicates:  Samples L0BS0001S01 and L0BS0001D01, and L0BS0007S01 

and L0BS0007D01 were identified as field duplicate samples.  Mercury and silver 

were detected in L0BS0001D01 but were not detected in the primary sample and 

boron was detected in L0BS0001S01 but was not detected in the field duplicate.  

All other detects were in common and all RPDs were ≤100%. 

 

 

B. EPA METHOD 8015B—Extractable Total Fuel Hydrocarbons (EFHs) 
 

Reviewed By:  K. Shadowlight 

Date Reviewed:  March 29, 2007 

 

The samples listed in Table 1 for this analysis were validated based on the guidelines outlined in 

the MEC
X
 Data Validation Procedure for Total Fuel Hydrocarbons (DVP-8, Rev. 0), EPA Method 

8015B, and the National Functional Guidelines for Organic Data Review (2/94). 

 

• Holding Times:  Extraction and analytical holding times were met.  The soil samples were 

extracted within 14 days of collection and analyzed within 40 days of extraction. 

 

• Calibration:  Review is not applicable at a level V validation. 

 

• Blanks:  The method blank had no target compound detects above the MDL. 

 

• Blank Spikes and Laboratory Control Samples:  The recovery was within laboratory-

established QC limits. 

 

• Surrogate Recovery:  Recoveries were within laboratory-established QC limits. 

 

• Matrix Spike/Matrix Spike Duplicate:  MS/MSD analyses were performed for sample 

LOBS0002S01.  Recoveries and the RPD were within laboratory-established QC limits. 

 

• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 

on method blanks and other laboratory QC results affecting the usability of the field QC 
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data.  Any remaining detects were used to evaluate the associated site samples.  

Following are findings associated with field QC samples: 

 

o Field Blanks and Equipment Rinsates:  There were no target compounds reported 

in the field blank, BSQW0018F01 (IQB1202), and equipment rinsates 

L0QW001E01 and L0QW002E0l (both in IQB2307). 

 

o Field Duplicates:  Samples L0BS001S01/L0BS001D01 and 

L0BS007S01/L0BS007D01 were the field duplicate pairs for this SDG.  There were 

no target compounds detected in any of the field duplicate samples. 

 

• Compound Identification:  Review is not applicable at a level V validation.  Four EFH 

hydrocarbon ranges were reported:  C8-C11, C12-C14, C15-C20, and C21-C30.   

 

• Compound Quantification and Reported Detection Limits:  Review is not applicable at a 

level V validation.  Reported nondetects are valid to the reporting limit. 

 

 

C. EPA METHOD 8260B—Volatile Organic Compounds (VOCs) 
 
Reviewed By:  L Calvin 

Date Reviewed:  April 2, 2007 

 
The samples listed in Table 1 for this analysis were validated based on the guidelines outlined in 

the MEC
X
 Data Validation Procedure for Volatile Organics (DVP-2, Rev. 0), EPA Method 8260B, 

and the National Functional Guidelines for Organic Data Review (2/94). 

 

• Holding Times:  Analytical holding times were met.  The soil samples were analyzed within 

14 days of collection. 

 

• GC/MS Tuning:  Review is not applicable at a Level V validation. 

 

• Calibration:  Review is not applicable at a Level V validation. 

 

• Blanks:  The method blank had a detect for 1,1,1-trichloroethane between the MDL and 

the reporting limit at 0.89 µg/Kg; however, 1,1,1-trichloroethane was not detected in the 

associated soil samples.  The method blank had no other target compound detects above 

the MDL. 

 

• Blank Spikes and Laboratory Control Samples:  The blank spike had a recovery above the 

QC limits for acetone; however, as acetone was not detected in the associated samples, 

qualification was unnecessary.  Remaining recoveries were within laboratory-established 

QC limits. 

 

• Surrogate Recovery:  Recoveries were within laboratory-established QC limits. 
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• Matrix Spike/Matrix Spike Duplicate:  MS/MSD analyses were not performed on a sample 

from this SDG.  Evaluation of method accuracy was based on the blank spike results. 

 

• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 

on method blanks and other laboratory QC results affecting the usability of the field QC 

data.  Any remaining detects were used to evaluate the associated site samples.  

Following are findings associated with field QC samples: 

 

o Trip Blanks:  Sample L0QW0001T01 (IQB2307) had a reportable detect between 

the MDL and the reporting limit for methylene chloride at 1.4 µg/L; however, 

methylene chloride was not detected in the associated soil site samples of this 

SDG. 

 

o Field Blanks and Equipment Rinsates:  The samples in this SDG had no identified 

field blank for this analysis.  Equipment rinsate L0QW0002E01 (IQB2307) had a 

reportable detect between the MDL and the reporting limit for methylene chloride at 

1.4 µg/L; however, methylene chloride was not detected in the associated soil site 

samples of this SDG. 

 

o Field Duplicates:  Samples L0BS0007S01 and L0BS0007D01 were field duplicate 

samples.  Neither sample had any reportable detects above the MDL, and the pair 

was considered to be in agreement. 

 

• Internal Standards Performance:  Review is not applicable at a Level V validation. 

 

• Compound Identification:  Review is not applicable at a Level V validation.  The laboratory 

analyzed for volatile target compounds by Method 8260B.  Added compounds 2-chloro-

1,1,1-trifluoroethane and chlorotrifluoroethene were not calibrated for and were searched 

for only as TICs.  Results for both compounds were qualified as estimated nondetects, 

“UJ,” in the site samples of this SDG. 

 

• Compound Quantification and Reported Detection Limits:  Review is not applicable at a 

Level V validation.  Any results reported between the MDL and the reporting limit were 

qualified as estimated, “J.”  Reported nondetects are valid to the reporting limit. 

 

• Tentatively Identified Compounds:  TICs were not reported by the laboratory for this SDG. 

 

• System Performance:  Review is not applicable at a Level V validation. 
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D. EPA METHOD 9045C—General Minerals 
 

Reviewed By:  P. Meeks 

Date Reviewed:  April 4, 2007 

 

The samples listed in Table 1 for this analysis were validated based on the guidelines outlined in 

the MEC
X
 Data Validation Procedure for General Minerals (DVP-6, Rev. 0), EPA Method 9045C, 

and the National Functional Guidelines for Inorganic Data Review (2/94). 

 

• Holding Times:  the analytical holding time, 24 hours from preparation for pH, were met. 

 

• Calibration:  Review is not applicable at a Level V validation. 

 

• Blanks:  Not applicable to this analysis. 

 

• Blank Spikes and Laboratory Control Samples:  Not applicable to this analysis.   

 

• Laboratory Duplicates:  Laboratory duplicate analyses were performed on L0BS0006S01 

and L0BS0002S01.  Both RPDs were within the laboratory-established control limit of 

≤5%. 

 

• Matrix Spike/Matrix Spike Duplicate:  Not applicable to this analysis.   

 

• Sample Result Verification:  Review is not applicable at a Level V validation. 

 

• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 

on method blanks and other laboratory QC results affecting the usability of the field QC 

data.  Any remaining detects were used to evaluate the associated site samples.  

Following are findings associated with field QC samples: 

 

o Field Blanks and Equipment Rinsates:  Not applicable to this analysis. 

 

o Samples L0BS0001S01 and L0BS0001D01, and L0BS0007S01 and 

L0BS0007D01 were identified as field duplicate samples no field duplicate samples 

identified for this SDG.  Both RPDs were ≤100%. 
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 I.  INTRODUCTION 
 
 Task Order Title: Boeing SSFL RFI Group 8 Data Gap  
 Contract Task Order: 1261.500D.08.001 
 Sample Delivery Group: D7E170359 
 Project Manager: Dixie Hambrick 
 Matrix: soil 
 QC Level: V 
 No. of Samples: 2 
 No. of Reanalyses/Dilutions: 0 
 Laboratory: STL-Denver 
 

Table 1.  Sample Identification 
 
 
Sample Name Lab Sample 

Name 
Sub-Lab 
Sample 
Name 

Matrix Collection Method 

       
L0BS0010S01SP D7E170359002 N/A Soil 5/16/2007 

12:45:00 PM 
6010B, 8082, 9056 

L0BS0014S01SP D7E170359001 N/A Soil 5/16/2007 
7:37:00 AM 

6010B, 6020, 7471A, 
8260B,  

 
II. Sample Management 

No anomalies were observed regarding sample management.  The samples in this SDG were 
received at the laboratory within the temperature limits of 4°C ±2°C.  According to the case 
narrative for this SDG, the samples were received intact, on ice, and properly preserved, if 
applicable.  The COCs were appropriately signed and dated by field and/or laboratory 
personnel.  Custody seals were intact.  If necessary, the client ID was added to the sample 
result summary by the reviewer. 



 Project: Boeing SSFL RFI Group 8 Data Gap 
DATA VALIDATION REPORT  SDG: D7E170359 

 2 Revision 1 

Data Qualifier Reference Table 
 
 
Qualifier Organics Inorganics 
 
 

U The analyte was analyzed for, but was 
not detected above the reported sample 
quantitation limit. The associated value 
is the quantitation limit or the estimated 
detection limit for dioxins. 

The material was analyzed for, but 
was not detected above the level of 
the associated value.  The 
associated value is either the 
sample quantitation limit or the 
sample detection limit.  The 
associated value is the sample 
detection limit or the quantitation 
limit for perchlorate only. 
 

J The analyte was positively identified; the 
associated numerical value is the 
approximate concentration of the 
analyte in the sample. 
 

The associated value is an 
estimated quantity. 
 

N The analysis indicates the presence of 
an analyte for which there is 
presumptive evidence to make a 
"tentative identification." 
 

Not applicable. 
 

NJ The analysis indicates the presence of 
an analyte that has been "tentatively 
identified" and the associated numerical 
value represents its approximate 
concentration. 
 

Not applicable. 
 

UJ The analyte was not deemed above the 
reported sample quantitation limit.  
However, the reported quantitation limit 
is approximate and may or may not 
represent the actual limit of quantitation 
necessary to accurately and precisely 
measure the analyte in the sample. 
 

The material was analyzed for, but 
was not detected.  The associated 
value is an estimate and may be 
inaccurate or imprecise. 
 

R The data are unusable.  The sample 
results are rejected due to serious 
deficiencies in the ability to analyze the 
sample and to meet quality control 
criteria.  The presence or absence of 
the analyte cannot be verified. 
 

The data are unusable.  The 
sample results are rejected due to 
serious deficiencies in the ability to 
analyze the sample and to meet 
quality control criteria.  The 
presence or absence of the analyte 
cannot be verified. 
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Qualification Code Reference Table 
 
 
Qualifier  Organics Inorganics 
 
 

H Holding times were exceeded. Holding times were exceeded. 
S Surrogate recovery was outside QC 

limits. 
The sequence or number of 
standards used for the calibration 
was incorrect 

C Calibration %RSD or %D was 
noncompliant. 

Correlation coefficient is <0.995. 

R Calibration RRF was <0.05. %R for calibration is not within control 
limits. 

B Presumed contamination as indicated 
by the preparation (method) blank 
results. 

Presumed contamination as indicated 
by the preparation (method) or 
calibration blank results. 

L Laboratory Blank Spike/Blank Spike 
Duplicate %R was not within control 
limits. 

Laboratory Control Sample %R was 
not within control limits. 

Q MS/MSD recovery was poor or RPD 
high. 

MS recovery was poor. 

E Not applicable. Duplicates showed poor agreement. 
I Internal standard performance was 

unsatisfactory.  
ICP ICS results were unsatisfactory. 

A Not applicable. ICP Serial Dilution %D were not 
within control limits. 

M Tuning (BFB or DFTPP) was 
noncompliant. 

Not applicable. 

T Presumed contamination as indicated 
by the trip blank results. 

Not applicable. 

+ False positive – reported compound 
was not present.   

Not applicable. 

- False negative – compound was 
present but not reported. 

Not applicable. 

F Presumed contamination as indicated 
by the FB or ER results. 

Presumed contamination as indicated 
by the FB or ER results. 

$ Reported result or other information 
was incorrect.  

Reported result or other information 
was incorrect. 

? TIC identity or reported retention time 
has been changed. 

Not applicable.  
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Qualification Code Reference Table Cont. 
 

D The analysis with this flag should not 
be used because another more 
technically sound analysis is 
available. 

The analysis with this flag should not 
be used because another more 
technically sound analysis is 
available. 

P Instrument performance for 
pesticides was poor. 

Post Digestion Spike recovery was 
not within control limits. 

DNQ The reported result is above the 
method detection limit but is less than 
the reporting limit. 

The reported result is above the 
method detection limit but is less than 
the reporting limit. 

*II, *III Unusual problems found with the 
data that have been described in 
Section II, "Sample Management," or 
Section III, "Method Analyses."  The 
number following the asterisk (*) will 
indicate the report section where a 
description of the problem can be 
found. 

Unusual problems found with the 
data that have been described in 
Section II, "Sample Management," 
or Section III, "Method Analyses."  
The number following the asterisk 
(*) will indicate the report section 
where a description of the problem 
can be found. 
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III. Method Analyses 
 

A. EPA METHODS 6010B, 6020, 7470A/7471A—Metals and Mercury 
 
Reviewed By:  P. Meeks 
Date Reviewed:  June 28, 2007 
 

The samples listed in Table 1 for this analysis were validated based on the guidelines outlined in 
the MECX Data Validation Procedure for Metals (DVP-5, Rev. 0 and DVP-21, Rev. 0), EPA 
Methods 6010B, 6020, 7470A/7471A, and the National Functional Guidelines for Inorganic Data 
Review (2/94). 
 

• Holding Times:  Analytical holding times, six months for ICP and ICP-MS metals and 28 
days for mercury, were met. 

 
• Tuning:  Review is not applicable at a Level V validation. 

 
• Calibration:  Review is not applicable at a Level V validation. 

 
• Blanks:  Method blanks had no applicable detects.  Mercury was reported in a CCB at -

0.072 µg/L; therefore, nondetected mercury in L0QW00014S01SP was qualified as 
estimated, “UJ.” 

 
• Interference Check Samples:  Review is not applicable at a Level V validation. 

 
• Blank Spikes and Laboratory Control Samples:  Recoveries  and RPDs were within 

laboratory-established QC limits. 
 

• Laboratory Duplicates:  No laboratory duplicate analyses were performed. 
 

• Matrix Spike/Matrix Spike Duplicate:  No MS/MSD analyses were performed for a sample 
in this SDG.  Due to poor recoveries noted in other SDGs, the reviewer qualified the 
nondetected antimony in L0QW0014S01SP as estimated, “UJ.” 

 
• Serial Dilution:  No serial dilution analyses were performed for a sample in this SDG. 

 
• Internal Standards Performance:  All sample internal standard intensities were within 30-

120% of the internal standard intensities measured in the initial calibration.  All CCV and 
CCB internal standard intensities were within 80-120% of the internal standard intensities 
measured in the initial calibration. 

 
• Sample Result Verification:  Review is not applicable at a Level V validation.  Reported 

nondetects are valid to the MDL. 
 

• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 
on method blanks and other laboratory QC results affecting the usability of the field QC 
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data.  Any remaining detects were used to evaluate the associated site samples.  
Following are findings associated with field QC samples: 

 
o Field Blanks and Equipment Rinsates:  There were no applicable detects in field 

blank BLQW0019F01 (186235) or equipment rinsate L0QW0004E01 (186245). 
 

o Field Duplicates:  There were no field duplicate samples identified for this SDG. 
 
 

B. EPA METHOD 8082—PCBs 
 
Reviewed By:  K. Shadowlight 
Date Reviewed:  June 26, 2007 
 

The sample listed in Table 1 for this analysis was validated based on the guidelines outlined in the 
MECX Data Validation Procedure for Organochlorine Pesticides/PCBs by GC (DVP-4, Rev. 0), 
EPA Method 8082, and the National Functional Guidelines for Organic Data Review (2/94). 
 

• Holding Times:  Extraction and analytical holding times were met.  The soil sample was 
extracted within 14 days of collection and analyzed within 40 days of extraction. 

 
• Calibration:  Review is not applicable at a Level V validation. 

 
• Blanks:  The method blank had no target compound detects above the MDL. 

 
• Blank Spikes and Laboratory Control Samples:  Recoveries were within laboratory-

established QC limits. 
 

• Surrogate Recovery:  Recoveries were within laboratory-established QC limits. 
 

• Matrix Spike/Matrix Spike Duplicate:  MS/MSD analyses were not performed on a sample 
from this SDG.  Evaluation of method accuracy was based on the blank spike results. 

 
• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 

on method blanks and other laboratory QC results affecting the usability of the field QC 
data.  Any remaining detects were used to evaluate the associated site samples.  
Following are findings associated with field QC samples: 

 
o Field Blanks and Equipment Rinsates:  There were no target compounds detected 

in field blank BLQW0019F01 (186235) or equipment rinsate LOQW0004E01 
(186245). 

 
o Field Duplicates:  There were no field duplicate samples identified for this SDG. 

 
• Compound Identification:  Review is not applicable at a Level V validation.  The laboratory 

analyzed for Aroclors by Method 8082. 
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• Compound Quantification and Reported Detection Limits:  Review is not applicable at a 
Level V validation.  Although the laboratory reported nondetected results to the MDL, 
reported nondetects are valid to the reporting limit.  The reviewer hand-corrected the 
sample result forms to reflect the correct nondetected values. 

 
 

C. EPA METHOD 8260B—Volatile Organic Compounds (VOCs) 
 
Reviewed By:  L. Calvin 
Date Reviewed:  June 28, 2007 
 

The sample listed in Table 1 for this analysis was validated based on the guidelines outlined in the 
MECX Data Validation Procedure for Volatile Organics (DVP-2, Rev. 0), EPA Method 8260B, and 
the National Functional Guidelines for Organic Data Review (2/94). 
 

• Holding Times:  Analytical holding times were met.  The soil sample was analyzed within 
14 days of collection. 

 
• GC/MS Tuning:  Review is not applicable at a Level V validation. 

 
• Calibration:  Review is not applicable at a Level V validation. 

 
• Blanks:  The method blank had no target compound detects above the MDL or added 

compounds detected as TICs. 
 

• Blank Spikes and Laboratory Control Samples:  Recoveries and RPDs were within 
laboratory-established QC limits. 

 
• Surrogate Recovery:  Recoveries were within laboratory-established QC limits. 

 
• Matrix Spike/Matrix Spike Duplicate:  MS/MSD analyses were not performed on the 

sample from this SDG.  Evaluation of method accuracy was based on the blank spike 
results. 

 
• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 

on method blanks and other laboratory QC results affecting the usability of the field QC 
data.  Any remaining detects were used to evaluate the associated site samples.  
Following are findings associated with field QC samples: 

 
o Trip Blanks:  This SDG had no identified trip blank. 

 
o Field Blanks and Equipment Rinsates:  Field blank BLQW0019F01 (186235) and 

equipment rinsate LOQW0004E01 (186245) had detects between the MDL and the 
RL for 2-butanone at concentrations of 3.09 µg/Kg and 3.14 µg/Kg, respectively; 
however, 2-butanone was not detected in the associated site sample. 
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o Field Duplicates:  There were no field duplicate samples identified for this SDG. 
 

• Internal Standards Performance:  Review is not applicable at a Level V validation. 
 

• Compound Identification:  Review is not applicable at a Level V validation.  The laboratory 
analyzed for volatile target compounds by Method 8260B.  Two requested target 
compounds, 2-chloro-1,1,1-trifluoroethane and chlorotrifluoroethene, were searched for 
only as TICs (see TIC section). 
 

• Compound Quantification and Reported Detection Limits:  Review is not applicable at a 
Level V validation.  Any result reported between the MDL and the reporting limit was 
qualified as estimated, “J.”  Although the laboratory reported nondetected results to the 
MDL, reported nondetects are valid to the reporting limit.  The reviewer hand-corrected the 
sample result forms to reflect the correct nondetected values. 

 
• Tentatively Identified Compounds:  A TIC search was performed for added target 

compounds 2-chloro-1,1,1-trifluoroethane and chlorotrifluoroethene.  As neither compound 
was detected as a TIC, results for both were qualified as estimated nondetects, “UJ.” 

 
• System Performance:  Review is not applicable at a Level V validation. 

 
 

D. EPA METHOD 9056—General Minerals 
 
Reviewed By:  P. Meeks 
Date Reviewed:  June 28, 2007 
 

The sample listed in Table 1 for this analysis was validated based on the guidelines outlined in the 
MECX Data Validation Procedure for General Minerals (DVP-6, Rev. 0), EPA Method 9056, and 
the National Functional Guidelines for Inorganic Data Review (2/94). 
 

• Holding Times:  The analytical holding time, 28 days for fluoride, was met. 
 

• Calibration:  Review is not applicable at a Level V validation. 
 

• Blanks:  Method blanks and CCBs had no detects. 
 

• Blank Spikes and Laboratory Control Samples:  Recoveries and RPD were within 
laboratory-established QC limits.   

 
• Laboratory Duplicates:  No laboratory duplicate analyses were performed. 

 
• Matrix Spike/Matrix Spike Duplicate:  Recoveries and RPD were within laboratory-

established QC limits.   
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• Sample Result Verification:  Review is not applicable at a Level V validation.  Nondetects 
are valid to the MDL. 

 
• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 

on method blanks and other laboratory QC results affecting the usability of the field QC 
data.  Any remaining detects were used to evaluate the associated site samples.  
Following are findings associated with field QC samples: 

 
o Field Blanks and Equipment Rinsates:  Fluoride was not detected in field blank 

BLQW00019F01 (186235) or equipment rinsate L0QW0004E01 (186245). 
 

o Field Duplicates:  There were no field duplicate samples identified for this SDG. 
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 I.  INTRODUCTION 
 
 Task Order Title: Boeing SSFL RFI Group 8 Data Gap  
 Contract Task Order: 1261.500D.08.001 
 Sample Delivery Group: D7E170358 
 Project Manager: Dixie Hambrick 
 Matrix: soil 
 QC Level: V 
 No. of Samples: 1 
 No. of Reanalyses/Dilutions: 0 
 Laboratory: STL-Denver 
 

Table 1.  Sample Identification 
 
 
Sample Name Lab Sample 

Name 
Sub-Lab 
Sample 
Name 

Matrix Collection Method 

       
L0BS0012S01SP D7E170358001 N/A Soil 5/15/2007 

12:30:00 PM 
6010B, 6020, 
7471A, 8015B, 
8082, 8260B, 8270C 
SIM, 9056 

 
II. Sample Management 

No anomalies were observed regarding sample management.  The sample in this SDG was 
received at the laboratory within the temperature limits of 4°C ±2°C.  According to the case 
narrative for this SDG, the sample was received intact, on ice, and properly preserved, if 
applicable.  The COC was appropriately signed and dated by field and/or laboratory personnel.  
Custody seals were intact.  If necessary, the client ID was added to the sample result summary 
by the reviewer. 
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Data Qualifier Reference Table 
 
 
Qualifier Organics Inorganics 
 
 

U The analyte was analyzed for, but was 
not detected above the reported sample 
quantitation limit. The associated value 
is the quantitation limit or the estimated 
detection limit for dioxins. 

The material was analyzed for, but 
was not detected above the level of 
the associated value.  The 
associated value is either the 
sample quantitation limit or the 
sample detection limit.  The 
associated value is the sample 
detection limit or the quantitation 
limit for perchlorate only. 
 

J The analyte was positively identified; the 
associated numerical value is the 
approximate concentration of the 
analyte in the sample. 
 

The associated value is an 
estimated quantity. 
 

N The analysis indicates the presence of 
an analyte for which there is 
presumptive evidence to make a 
"tentative identification." 
 

Not applicable. 
 

NJ The analysis indicates the presence of 
an analyte that has been "tentatively 
identified" and the associated numerical 
value represents its approximate 
concentration. 
 

Not applicable. 
 

UJ The analyte was not deemed above the 
reported sample quantitation limit.  
However, the reported quantitation limit 
is approximate and may or may not 
represent the actual limit of quantitation 
necessary to accurately and precisely 
measure the analyte in the sample. 
 

The material was analyzed for, but 
was not detected.  The associated 
value is an estimate and may be 
inaccurate or imprecise. 
 

R The data are unusable.  The sample 
results are rejected due to serious 
deficiencies in the ability to analyze the 
sample and to meet quality control 
criteria.  The presence or absence of 
the analyte cannot be verified. 
 

The data are unusable.  The 
sample results are rejected due to 
serious deficiencies in the ability to 
analyze the sample and to meet 
quality control criteria.  The 
presence or absence of the analyte 
cannot be verified. 
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Qualification Code Reference Table 
 
 
Qualifier  Organics Inorganics 
 
 

H Holding times were exceeded. Holding times were exceeded. 
S Surrogate recovery was outside QC 

limits. 
The sequence or number of 
standards used for the calibration 
was incorrect 

C Calibration %RSD or %D was 
noncompliant. 

Correlation coefficient is <0.995. 

R Calibration RRF was <0.05. %R for calibration is not within control 
limits. 

B Presumed contamination as indicated 
by the preparation (method) blank 
results. 

Presumed contamination as indicated 
by the preparation (method) or 
calibration blank results. 

L Laboratory Blank Spike/Blank Spike 
Duplicate %R was not within control 
limits. 

Laboratory Control Sample %R was 
not within control limits. 

Q MS/MSD recovery was poor or RPD 
high. 

MS recovery was poor. 

E Not applicable. Duplicates showed poor agreement. 
I Internal standard performance was 

unsatisfactory.  
ICP ICS results were unsatisfactory. 

A Not applicable. ICP Serial Dilution %D were not 
within control limits. 

M Tuning (BFB or DFTPP) was 
noncompliant. 

Not applicable. 

T Presumed contamination as indicated 
by the trip blank results. 

Not applicable. 

+ False positive – reported compound 
was not present.   

Not applicable. 

- False negative – compound was 
present but not reported. 

Not applicable. 

F Presumed contamination as indicated 
by the FB or ER results. 

Presumed contamination as indicated 
by the FB or ER results. 

$ Reported result or other information 
was incorrect.  

Reported result or other information 
was incorrect. 

? TIC identity or reported retention time 
has been changed. 

Not applicable.  
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Qualification Code Reference Table Cont. 
 

D The analysis with this flag should not 
be used because another more 
technically sound analysis is 
available. 

The analysis with this flag should not 
be used because another more 
technically sound analysis is 
available. 

P Instrument performance for 
pesticides was poor. 

Post Digestion Spike recovery was 
not within control limits. 

DNQ The reported result is above the 
method detection limit but is less than 
the reporting limit. 

The reported result is above the 
method detection limit but is less than 
the reporting limit. 

*II, *III Unusual problems found with the 
data that have been described in 
Section II, "Sample Management," or 
Section III, "Method Analyses."  The 
number following the asterisk (*) will 
indicate the report section where a 
description of the problem can be 
found. 

Unusual problems found with the 
data that have been described in 
Section II, "Sample Management," 
or Section III, "Method Analyses."  
The number following the asterisk 
(*) will indicate the report section 
where a description of the problem 
can be found. 
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III. Method Analyses 
 

A. EPA METHODS 6010B, 6020, 7470A/7471A—Metals and Mercury 
 
Reviewed By:  P. Meeks 
Date Reviewed:  June 28, 2007 
 

The sample listed in Table 1 for this analysis was validated based on the guidelines outlined in the 
MECX Data Validation Procedure for Metals (DVP-5, Rev. 0 and DVP-21, Rev. 0), EPA Methods 
6010B, 6020, 7470A/7471A, and the National Functional Guidelines for Inorganic Data Review 
(2/94). 
 

• Holding Times:  Analytical holding times, six months for ICP and ICP-MS metals and 28 
days for mercury, were met. 

 
• Tuning:  Review is not applicable at a Level V validation. 

 
• Calibration:  Review is not applicable at a Level V validation. 

 
• Blanks:  Method blanks had no applicable detects.  Mercury was reported in a CCB at 

0.079 ug/L; therefore, nondetected mercury in the sample was qualified as estimated, “UJ.” 
 

• Interference Check Samples:  Review is not applicable at a Level V validation. 
 

• Blank Spikes and Laboratory Control Samples:  Recoveries were within laboratory-
established QC limits. 

 
• Laboratory Duplicates:  No laboratory duplicate analyses were performed. 

 
• Matrix Spike/Matrix Spike Duplicate:  MS/MSD analyses were performed on the sample in 

this SDG.  Antimony was recovered below 30% in both the MS and the MSD; therefore, 
nondetected antimony was rejected, “R,” in the sample.  Most 6020 analytes were 
recovered below the control limit in the MS and five 6020 analytes were recovered below 
the control limit in the MSD.  Sodium was recovered above the control limit in the MS and 
mercury was recovered below the control limit in the MSD.  Nondetected mercury was 
qualified as estimated, “UJ,” and arsenic, cadmium, cobalt, copper, lead, molybdenum, 
nickel, selenium, silver, sodium, and thallium were qualified as estimated detects, “J.”  The 
mercury RPD exceeded the laboratory-established control limit; however, as mercury was 
not detected in the sample, no qualifications were required.  All remaining recoveries and 
RPDs were within laboratory-established QC limits. 

 
• Serial Dilution:  Serial dilution analyses were performed on the sample in this SDG.  The 

%Ds for aluminum, arsenic, chromium, cobalt, copper, nickel, vanadium, and zinc 
exceeded the control limit; therefore, the aforementioned analytes were qualified as 
estimated detects, “J.”  All remaining %Ds were within the laboratory-established control 
limit. 
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• Internal Standards Performance:  All sample internal standard intensities were within 30-
120% of the internal standard intensities measured in the initial calibration.  All CCV and 
CCB internal standard intensities were within 80-120% of the internal standard intensities 
measured in the initial calibration. 

 
• Sample Result Verification:  Review is not applicable at a Level V validation.  Reported 

nondetects are valid to the MDL. 
 

• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 
on method blanks and other laboratory QC results affecting the usability of the field QC 
data.  Any remaining detects were used to evaluate the associated site samples.  
Following are findings associated with field QC samples: 

 
o Field Blanks and Equipment Rinsates:  There were no applicable detects in field 

blank BLQW0002F01 (186235) or equipment rinsate L0QW0004E01 (186245).   
 

o Field Duplicates:  There were no field duplicate samples identified for this SDG. 
 
 

B. EPA METHOD 8270C-SIM—Polynuclear Aromatic Hydrocarbons (PAHs) 
 
Reviewed By:  L. Calvin 
Date Reviewed:  July 3, 2007 
 

The sample listed in Table 1 for this analysis was validated based on the guidelines outlined in the 
MECX Data Validation Procedure for Semivolatile Organics (DVP-3, Rev. 0), EPA Method 8270C, 
and the National Functional Guidelines for Organic Data Review (2/94). 
 

• Holding Times:  Extraction and analytical holding times were met.  The soil sample was 
extracted within 14 days of collection and analyzed within 40 days of extraction. 

 
• GC/MS Tuning:  Review is not applicable at a Level V validation. 

 
• Calibration:  Review is not applicable at a Level V validation. 

 
• Blanks:  The following target compounds were detected in the method blank between the 

MDL and the RL:  acenaphthene (0.33 µg/Kg), diethyl phthalate (0.80 µg/Kg), fluoranthene 
(0.21 µg/Kg), naphthalene (0.65 µg/Kg), phenanthrene (0.55 µg/Kg), bis(2-ethylhexyl) 
phthalate (4.6 µg/Kg), butyl benzyl phthalate (0.37 µg/Kg), and di-n-butyl phthalate (1.7 
µg/Kg).  Naphthalene and butyl benzyl phthalate were not detected in the associated 
sample.  Sample concentrations of fluoranthene and phenanthrene exceeded five times 
the method blank amounts.  Sample results for the remaining method blank contaminants 
were qualified as nondetects, “U,” at the reporting limit.  The method blank had no other 
target compound detects above the MDL. 
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• Blank Spikes and Laboratory Control Samples:  Recoveries were within laboratory-
established QC limits. 

 
• Surrogate Recovery:  Recoveries were within laboratory-established QC limits. 

 
• Matrix Spike/Matrix Spike Duplicate:  MS/MSD analyses were performed on sample 

L0BS0012S01SP.   In both the MS and MSD, di-n-octyl phthalate was recovered above 
the QC limits; however, di-n-octyl phthalate was not detected in the parent sample.  
Benzo(a)pyrene, fluoranthene, and pyrene were recovered above the QC limits in the MS 
only, and the RPD for benzo(g,h,i)perylene exceeded the QC limit of 30%.  No 
qualifications were assigned.  

 
• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 

on method blanks and other laboratory QC results affecting the usability of the field QC 
data.  Any remaining detects were used to evaluate the associated site samples.  
Following are findings associated with field QC samples: 

 
o Field Blanks and Equipment Rinsates:  Field blank BLQW0019F01 (186235) and 

equipment rinsate LOQW0004E01 (186245) had no target compounds detected 
above the MDL. 

 
o Field Duplicates:  There were no field duplicate samples identified for this SDG. 

 
• Internal Standards Performance:  Review is not applicable at a Level V validation. 

 
• Compound Identification:  Review is not applicable at a Level V validation.  The laboratory 

analyzed for PAH compounds and added phthalates by Method 8270C/SIM. 
 

• Compound Quantification and Reported Detection Limits:  Review is not applicable at a 
Level V validation; however, the laboratory flagged benzo(b)fluoranthene and 
benzo(k)fluoranthene with a “K” qualifier to indicate coelution of the two isomers in sample 
L0BS0012S01SP.  Both target compounds were reported only as a single 
benzo(b)fluoranthene result; therefore, the result for benzo(b)fluoranthene was qualified as 
estimated, “J,” and the result for benzo(k)fluoranthene was rejected, “R.”  Any result 
reported between the MDL and the reporting limit was qualified as estimated, “J.”  
Reported nondetects are valid to the reporting limit. 
 
Although the laboratory reported nondetected results to the MDL, reported nondetects are 
valid to the reporting limit.  The reviewer hand-corrected the sample result forms to reflect 
the correct nondetected values. 

 
• Tentatively Identified Compounds:  TICs were not reported by the laboratory for this SDG. 

 
• System performance:  System performance is not evaluated at a Level V validation. 
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C. EPA METHOD 8082—PCBs 
 
Reviewed By:  K. Shadowlight 
Date Reviewed:  June 26, 2007 
 

The sample listed in Table 1 for this analysis was validated based on the guidelines outlined in the 
MECX Data Validation Procedure for Organochlorine Pesticides/PCBs by GC (DVP-4, Rev. 0), 
EPA Method 8082, and the National Functional Guidelines for Organic Data Review (2/94). 
 

• Holding Times:  Extraction and analytical holding times were met.  The soil sample was 
extracted within 14 days of collection and analyzed within 40 days of extraction. 

 
• Calibration:  Review is not applicable at a Level V validation. 

 
• Blanks:  The method blank had no target compound detects above the MDL. 

 
• Blank Spikes and Laboratory Control Samples:  Recoveries were within laboratory-

established QC limits. 
 

• Surrogate Recovery:  Recoveries were within laboratory-established QC limits. 
 

• Matrix Spike/Matrix Spike Duplicate:  MS/MSD analyses were performed on sample 
LOBS0012S01SP from this SDG.  The recoveries and RPDs were within the laboratory-
established QC limits.   

 
• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 

on method blanks and other laboratory QC results affecting the usability of the field QC 
data.  Any remaining detects were used to evaluate the associated site samples.  
Following are findings associated with field QC samples: 

 
o Field Blanks and Equipment Rinsates:  There were no target compounds detected 

in field blank BLQW0019F01 (186235) or equipment rinsate LOQW0004E01 
(186245). 

 
o Field Duplicates:  There were no field duplicate samples identified for this SDG. 

 
• Compound Identification:  Review is not applicable at a Level V validation.  The laboratory 

analyzed for Aroclors by Method 8082. 
 

• Compound Quantification and Reported Detection Limits:  Review is not applicable at a 
Level V validation.  Although the laboratory reported nondetected results to the MDL, 
reported nondetects are valid to the reporting limit.  The reviewer hand-corrected the 
sample result forms to reflect the correct nondetected values. 
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D. EPA METHOD 8015B—Extractable Total Fuel Hydrocarbons (EFHs) 
 
Reviewed By:  K. Shadowlight 
Date Reviewed:  June 26, 2007 
 

The sample listed in Table 1 for this analysis was validated based on the guidelines outlined in the 
MECX Data Validation Procedure for Total Fuel Hydrocarbons (DVP-8, Rev. 0), EPA Method 
8015B, and the National Functional Guidelines for Organic Data Review (2/94). 
 

• Holding Times:  Extraction and analytical holding times were met.  The soil sample was 
extracted within 14 days of collection and analyzed within 40 days of extraction. 

 
• Calibration:  Review is not applicable at a Level V validation. 

 
• Blanks:  The method blank had no target compound detects above the MDL. 

 
• Blank Spikes and Laboratory Control Samples:  The recovery was within laboratory-

established QC limits. 
 

• Surrogate Recovery:  The recovery was within laboratory-established QC limits. 
 

• Matrix Spike/Matrix Spike Duplicate:  MS/MSD analyses were performed on sample 
LOBS0012S01SP from this SDG.  The recoveries and RPD were within the laboratory-
established QC limits.   

 
• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 

on method blanks and other laboratory QC results affecting the usability of the field QC 
data.  Any remaining detects were used to evaluate the associated site samples.  
Following are findings associated with field QC samples: 

 
o Field Blanks and Equipment Rinsates:  There were no target compounds detected 

in field blank BLQW0019F01 (186235) or equipment rinsate LOQW0004E01 
(186245) to qualify the site sample.   

 
o Field Duplicates:  There were no field duplicate samples identified for this SDG. 

 
• Compound Identification:  Review is not applicable at a Level V validation.  Four EFH 

hydrocarbon ranges were reported:  C8-C11, C12-C14, C15-C20, and C21-C30.   
 

• Compound Quantification and Reported Detection Limits:  Review is not applicable at a 
Level V validation.  Any result reported between the MDL and the reporting limit was 
qualified as estimated, “J.”  Although the laboratory reported nondetected results to the 
MDL, reported nondetects are valid to the reporting limit.  The reviewer hand-corrected the 
sample result forms to reflect the correct nondetected values. 
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E. EPA METHOD 8260B—Volatile Organic Compounds (VOCs) 
 
Reviewed By:  L. Calvin 
Date Reviewed:  June 28, 2007 
 

The sample listed in Table 1 for this analysis was validated based on the guidelines outlined in the 
MECX Data Validation Procedure for Volatile Organics (DVP-2, Rev. 0), EPA Method 8260B, and 
the National Functional Guidelines for Organic Data Review (2/94). 
 

• Holding Times:  Analytical holding times were met.  The soil sample was analyzed within 
14 days of collection. 

 
• GC/MS Tuning:  Review is not applicable at a Level V validation. 

 
• Calibration:  Review is not applicable at a Level V validation. 

 
• Blanks:  The method blanks had no target compound detects above the MDL or added 

compounds detected as TICs. 
 

• Blank Spikes and Laboratory Control Samples:  Recoveries and RPDs were within 
laboratory-established QC limits. 

 
• Surrogate Recovery:  Recoveries were within laboratory-established QC limits. 

 
• Matrix Spike/Matrix Spike Duplicate:  MS/MSD analyses were not performed on the 

sample from this SDG.  Evaluation of method accuracy was based on the blank spike 
results. 

 
• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 

on method blanks and other laboratory QC results affecting the usability of the field QC 
data.  Any remaining detects were used to evaluate the associated site samples.  
Following are findings associated with field QC samples: 

 
o Trip Blanks:  This SDG had no identified trip blank. 

 
o Field Blanks and Equipment Rinsates:  Field blank BLQW0019F01 (186235) and 

equipment rinsate LOQW0004E01 (186245) had detects between the MDL and the 
RL for 2-butanone at concentrations of 3.09 µg/Kg and 3.14 µg/Kg, respectively; 
however, 2-butanone was not detected in the associated site sample. 

 
o Field Duplicates:  There were no field duplicate samples identified for this SDG. 

 
• Internal Standards Performance:  Review is not applicable at a Level V validation. 

 
• Compound Identification:  Review is not applicable at a Level V validation.  The laboratory 

analyzed for volatile target compounds by Method 8260B.  Two requested target 
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compounds, 2-chloro-1,1,1-trifluoroethane and chlorotrifluoroethene, were searched for 
only as TICs (see TIC section). 
 

• Compound Quantification and Reported Detection Limits:  Review is not applicable at a 
Level V validation.  Any result reported between the MDL and the reporting limit was 
qualified as estimated, “J.”  Although the laboratory reported nondetected results to the 
MDL, reported nondetects are valid to the reporting limit.  The reviewer hand-corrected the 
sample result forms to reflect the correct nondetected values. 

 
• Tentatively Identified Compounds:  A TIC search was performed for added target 

compounds 2-chloro-1,1,1-trifluoroethane and chlorotrifluoroethene.  As neither compound 
was detected as a TIC, results for both were qualified as estimated nondetects, “UJ.” 

 
• System Performance:  Review is not applicable at a Level V validation. 

 
 

F. EPA METHOD 9056—General Minerals 
 
Reviewed By:  P. Meeks 
Date Reviewed:  June 28, 2007 
 

The sample listed in Table 1 for this analysis was validated based on the guidelines outlined in the 
MECX Data Validation Procedure for General Minerals (DVP-6, Rev. 0), EPA Method 9056, and 
the National Functional Guidelines for Inorganic Data Review (2/94). 
 

• Holding Times:  the analytical holding time, 28 days for fluoride, was met. 
 

• Calibration:  Review is not applicable at a Level V validation. 
 

• Blanks:  Method blanks and CCBs had no detects. 
 

• Blank Spikes and Laboratory Control Samples:  Recoveries and RPD were within 
laboratory-established QC limits.   

 
• Laboratory Duplicates:  No laboratory duplicate analyses were performed. 

 
• Matrix Spike/Matrix Spike Duplicate:  Recoveries and RPD were within laboratory-

established QC limits.   
 

• Sample Result Verification:  Review is not applicable at a Level V validation.  Nondetects 
are valid to the MDL. 

 
• Field QC Samples:  Field QC samples were evaluated, and if necessary, qualified based 

on method blanks and other laboratory QC results affecting the usability of the field QC 
data.  Any remaining detects were used to evaluate the associated site samples.  
Following are findings associated with field QC samples: 
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o Field Blanks and Equipment Rinsates:  Fluoride was not detected in field blank 
BLQW0019F01 (186235) or equipment rinsate L0QW0004E01 (186245). 

 
o Field Duplicates:  There were no field duplicate samples identified for this SDG. 
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